Two-dimensional (2D) echocardiography is widely used clinically to assess left ventricular (LV) ejection fraction (EF) (1) (2) (3) (4) (5) . Because EF has become an important criterion for pharmacologic, defibrillator, and resynchronization therapy, an accurate and reproducible EF has become increasingly important (1,6 -10) . Recent advances in 3-dimensional echocardiography have improved the accuracy of LV volumes and EF (11) (12) (13) ; however, 2D imaging currently remains most widely used in mainstream clinical practice (14) . Because previous automated EF approaches were affected by gain-dependence and endocardial dropout (15) (16) (17) (18) (19) (20) , quantitative EF usually requires manual endocardial tracing of end-diastolic and end-systolic frames, which requires experience and may be time consuming. Consequently, visual estimation of EF is most popular in clinical practice, even though it is inherently subjective (21) (22) (23) (24) (25) . A new approach applied to routine 2D images, known as Auto EF, has been developed using artificial intelligence-learned pattern recognition programming trained on several thousand human endocardial tracings to mimic steps such as bridging gaps in endocardial dropout and excluding papillary muscles. The objectives of this study were to test the hypotheses that Auto EF can: 1) rapidly and reproducibly calculate EF similar to results by manually traced biplane Simpson's rule; 2) perform with less variability than visual EF by expert readers; 3) perform more accurately than visual EF by novice trainee readers; and 4) correlate favorably with EF by magnetic resonance imaging (MRI).
Methods
The study group of 218 patients referred for routine transthoracic echocardiography consisted of 165 consecutive patients with LV dysfunction (aged 65 Ϯ 14 years, 50 women) and 53 consecutive patients with preserved LV function (aged 51 Ϯ 20 years, 22 women). The protocol was approved by the Institutional Review Board for Biomedical Research of the University of Pittsburgh, and patients gave informed consent consistent with this protocol. Routine echocardiography (Acuson Sequoia; Siemens, Mountain View, California) was performed using harmonic imaging and routine gain settings with a standard clinical protocol including parasternal, apical, and subcostal views. Contrast for LV opacification (Definity; BristolMyers Squib Imaging, North Billerica, Massachusetts) was used in 10% of studies with suboptimal endocardial definition. Digitally captured cineloops were exported in DI-COM format to a digital workstation (KinetDx; Siemens) and also to a separate off-line personal computer for Auto EF analysis (Siemens). Data were analyzed in 3 separate ways (visual EF, manual EF, and Auto EF) by readers blinded to the results from the alternative approaches.
First, EF was determined by visual assessment by 1 of 6 expert readers using all recorded views, including the subset with contrast injections. The EFs were reported in a range of 5% EF units, from 5-10% to 65-70%, which is the clinical routine for our laboratory and was the EF that appeared on the patient's clinical report. To test the hypothesis that Auto EF may aid less experienced readers, 2 cardiology fellows, who just completed their first month of echocardiography training and were blinded to the other EF results, interpreted 60 randomly selected cases. The novice readers recorded visual assessments of EF in 5% ranges, similar to the expert readers, and then subsequently reanalyzed the same cases with Auto EF, operating the program for their first time.
Second, all digital cineloops from apical 4-and 2-chamber views were analyzed by a group of experienced investigators blinded to the other EF results using routine manual endocardial border tracing from end-diastolic and -systolic frames with computer application of Simpson's rule for biplane EF (26) . Time necessary from the beginning of the tracing to the determination of the biplane EF was recorded.
Third, the same digital apical 4-and 2-chamber view cineloops used for manual tracing were analyzed by the Auto EF program (Auto EF Version 0.9, Siemens) on a separate personal computer by an independent operator blinded to the visual and manual EF results. Auto EF. Auto EF is unique from previous echocardiographic image analysis approaches, because it applies the concept of learned pattern recognition from artificial intelligence theory, which generically seeks to mimic human behavior and learn from past experiences (27, 28) . STEP 1: CREATING A DATABASE. An extensive database was previously created from expert manual LV tracing of Ͼ10,000 apical 4-and 2-chamber view images, including patients with cardiomyopathies, wall motion abnormalities, and dyssynchrony (29) . Each cineloop was manually contoured frame by frame to train the system and create a database of learned LV shapes and patterns. STEP 2: IDENTIFYING THE LV CAVITY. The program would begin by searching the first frame of the entire digital DICOM grayscale image for a pattern consistent with an LV cavity. This input image was automatically compared with the database of learned LV patterns for shared common characteristics. Unlike previous border detection attempts that used pixel video intensity or backscatter, matching was done by shape and pattern recognition of pixel location. The LV shape typically consisted of an inverted "U" with the ends anchored in the echo-bright mitral annulus and could be identified by the system at different depths and orientations.
STEP 3: TRACING THE ENDOCARDIAL BORDER.
A unique LV shape model and endocardial contour for the current case being analyzed was then created using the database of normal and abnormal LV shapes as a guide. Segments from the current case were compared to the database to find 1 or more cases that were similar (27) . For example, there were cases in the database where the border was manually drawn to exclude the papillary muscle. If the presently analyzed case had a prominent papillary muscle, the system would search the database for cases with similarly appearing prominent papillary muscles and automatically cut the papillary muscle.
STEP 4: TRACKING THE LV BORDER THROUGHOUT THE
CARDIAC CYCLE. The location of a point of the LV contour was tracked from frame to frame by matching the patterns from the database combined with learned models of motion (27) . This process, called information fusion, used multiple candidate contours that were tracked in parallel, and the one that matched the current frame best was chosen (28) . This allowed for motion detection even in frames with endocardial dropout. For example, if the lateral wall would dropout in mid-systole, the manual user could "imagine" its motion by interpolating traces between frames where the lateral wall was seen, and this system would mimic the clinical expert. In addition, a previously learned a priori shape model constrained the possible location of the endocardium within the uncertainty detected by the system. Manual editing of endocardial tracking was possible using a click-and-drag feature of the contour. This was performed only when the automated endocardial tracing was judged to be Ͻ80% of the endocardial border using visual feedback (17) . The entire Auto EF process took Ͻ15 s per view. The Briefly, steady-state free-precession 2-chamber, 4-chamber, and short-axis cine views were acquired during endexpiration with 8-mm slice thickness and frame rates of 14 to 24 Hz. Off-line calculation of end-diastolic and endsystolic LV volumes and EF were derived from manual endocardial tracing of the short-axis stack from the mitral annulus to the LV apex using the methods of disks (Medical Imaging Systems, Leiden, the Netherlands) (30) . Papillary muscles and trabeculations were included as blood volume in the cavity trace. Statistical analysis. Group data (mean Ϯ SD) were compared using paired 2-tailed Student t test within groups and unpaired 2-tailed Student t test between groups. Comparisons were assessed using least square linear regression analysis with 95% confidence intervals determined by a Fisher r-to-z transformation and agreement determined by Bland-Altman analysis (31) . Intraobserver and interobserver variability for EF by all 3 echocardiography methods were analyzed in 20 randomly selected studies and expressed as absolute difference Ϯ SD. A p value of Ͻ0.05 was considered to be significant.
Results
Of 218 consecutive echocardiographic studies analyzed, 18 (8%) with the poorest routine noncontrast image quality prohibiting manual endocardial tracing were prospectively excluded. Although visual EF was possible with contrast on these studies, they were excluded because the version of Auto EF was incapable of analyzing contrast images. No other echocardiographic or clinical exclusion criteria were used. Accordingly, the study group consisted of 200 patients ( (Fig. 2) . The relationship was also favorable for single-plane EF in apical 4-and 2-chamber views (r ϭ 0.95 and r ϭ 0.92, respectively; p Ͻ 0.01). Absolute volumes by Auto EF also correlated with those by manual tracings (biplane LV end-diastolic volume: r ϭ 0.94; p Ͻ 0.01; biplane LV end-systolic volume: r ϭ 0.96; p Ͻ 0.01) (Fig. 3) . BlandAltman analysis revealed a bias of Ϫ15 Ϯ 24 ml for LV end-diastolic volume and Ϫ10 Ϯ 18 ml for LV end-systolic volume, suggesting an underestimation of LV volumes by Auto EF compared with manual tracing. The bias and agreement for biplane EF was favorable, however (mean ϭ Ϫ0.02 Ϯ 2.89%), suggesting that this underestimation of absolute volume did not significantly affect the EF calculation. The relationship of Auto EF to manual EF was similar in the 97 patients with ischemic disease and regional wall motion abnormalities (r ϭ 0.96; limits of agreement ϭ 5%) as in 53 patients with nonischemic cardiomyopathy (r ϭ 0.97; limits of agreement ϭ 6%) (Fig. 4) Table 2 , demonstrating significantly lower interobserver and intraobserver variability by Auto EF.
Comparison with MRI. End-diastolic volumes ranged from 102 to 368 ml, end-systolic volumes ranged from 33 to 275 ml, and EF ranged from 9% to 72% in the 21 patients with both imaging studies. A favorable correlation was observed between Auto EF and MRI EF: r ϭ 0.95; 95% confidence interval 0.88 to 0.98, bias Ϫ0.3%, and limits of agreement 12% (Fig. 7) . End-diastolic and end-systolic volumes were also significantly correlated: r ϭ 0.92 (95% confi- 
dence interval 0.81 to 0.97) and r ϭ 0.96 (95% confidence interval 0.90 to 0.98), respectively (p Ͻ 0.001). Auto EF, however, underestimated absolute LV volumes, with a bias of Ϫ45 Ϯ 29 ml for end-diastolic volumes, Ϫ26 Ϯ 22 ml for end-systolic volumes, and Ϫ36 Ϯ 27 ml when combined.
Discussion
This is the first study to demonstrate the utility of Auto EF, which uses a unique artificial intelligence pattern recognition program to rapidly and reproducibly determine EF from routine 2D echocardiographic images. Unlike previous automated border-detection methods that were highly dependent on gain settings (15) (16) (17) (18) (19) (20) , Auto EF operates on routine grayscale images with routine gain settings to rapidly determine LV volumes and EF in a high percentage of consecutive patients with a variety of pathologies. Auto EF values closely correlated with manual endocardial tracing of EF by biplane Simpson's rule EF in a large group of patients and MRI EF in a smaller subgroup of patients who had both studies. Auto EF was significantly less time consuming than the manual method, including when manual editing of the Auto EF contour was required. Although Auto EF underestimated absolute LV volumes when compared with MRI, EF was similar. Auto EF also correlated well with visual EF by expert readers with less variability. Finally, visual EF was less accurate by trainee readers, as expected, but trainee-operated Auto EF had favorable results similar to those of experienced operators. Ejection fraction is of major importance to clinical management of patients with cardiac disease, in particular, heart failure (1,2-5,7). Ejection fraction has been used as an outcome variable in several clinical studies (32, 33) and is a principal selection criterion for implantable cardioverterdefibrillator (6) and resynchronization therapy (8, 9) . Twodimensional echocardiography is currently the most commonly used technique for EF, with manual 2D tracing of biplane EF accepted as the quantitative standard (26) . However, the extra time required for manual tracing makes visual assessment of EF popular in busy clinical practices. Visual assessment, however, is highly dependent on training 
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Determinations (EF Units) (35) , and continued refinements in transducer design and signal processing. The results of the present study demonstrate that visual EF by expert readers was highly correlated with manual biplane EF within clinically acceptable limits of agreement. However, variability was reduced and agreement improved with Auto EF, in particular for novice readers, with minimal added time. Previous methods of automated or semi-automated EF determination have been proposed for angiography (36) , computerized tomography (37), positron emission tomography (38) , MRI (11, 12, 30, 39) , and echocardiography (15) (16) (17) 40, 41) . Auto EF differs markedly from previous automated echocardiographic methods that used backscatter signal analysis to detect the blood-tissue interface and constructed time-area and time-volume curves on-line. (15) (16) (17) (18) (19) (20) . Although useful for trained operators, previous methods were highly dependent on gain settings and image quality, which limited widespread clinical use. Auto EF, uniquely, applied concepts of learned pattern recognition from artificial intelligence theory to identify LV shapes and patterns. It mimicked human tracing by using an extensive database of prior manual tracings. Our correlations of biplane Auto EF to MRI volumetric EF are similar to previous findings. Limits of agreement were 13% by Jenkins et al. (12) and 17.7% to 19.9 % by Chuang et al. (30) for 2D echo biplane EF and MRI EF. Jenkins et al. (12) reported similar underestimation of volumes by 2D echocardiography compared with MRI (end-diastolic volumes Ϫ54 ml, endsystolic volumes Ϫ28 ml), which improved with 3-dimensional imaging (11, 12) , usually because of more complete imaging of the LV apex. Another reason for greater volumes by MRI appears to be inclusion of trabeculations in the blood volume (11, 12, 30) . Echocardiographic Auto EF is easier to accomplish, requires shorter scan times and significantly less post-processing, and was performed portably in several cases. Study limitations. A limitation was that 3-dimensional echocardiography was not part of the study. However, EF correlated favorably with MRI EF in a subset of patients with both imaging techniques, although an underestimation of absolute volumes was observed. Underestimation of LV volumes by 2D imaging may occur from foreshortening of the LV apex and may be improved with either 3-dimensional echocardiography or MRI (11, 12, 30) . The slight but consistent underestimation of absolute LV volumes by Auto EF compared with manual 2D tracing may augment this limitation. However, Auto EF was in close agreement with manual tracing by biplane Simpson's rule, which is an accepted standard for EF in many important research trials (6 -10,26) . Another limitation is with variable gating from the electrocardiogram for the start and end of the cardiac cycle. Improvements in frame rates, triggering, and beat averaging will likely overcome this. A potential limitation of this method is that it is off line and analyzes 1 cardiac cycle at a time, unlike automated border detection, which has a continuous on-line output. This favors automated border detection for pressure-volume loop analysis (20) during rapid alterations in loading, but rapid off-line determination of EF is suitable for practical purposes.
